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' Abstract 

o , 

\ Energy resolution, a/ (3 ratio, and the pulse shape discrimination ability of the ZnW04 

crystal scintillators were studied. The radioactive contamination of a ZnW04 crystal 
^H, was investigated in the Solotvina Underground Laboratory. Possibilities to apply ZnW04 

jy^ ', crystals for the dark matter and double beta decay searches are discussed. New improved 

half-life limits on double beta decay in zinc isotopes were established, in particular, for 



> 



8(3+ decay of ^^Zn as: T^J^ > 8.9 x lO^*^ yr and T^J^ > 3.6 x 10^^ yr, both at 68% CL. 
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^ : 1 INTRODUCTION 

Observation of the neutrinoless (Oz/) double beta [2(5) decay and/or dark matter particles would 
^ ' be extraordinary events for the modern physics. It is because both the phenomena are related 
Ch ■ to the new physical effects beyond the Standard Model of the particle theory. 

The great interest to the Oz/2/3 decay searches [1, 2, 3, 4] have arisen from the recent evidence 
^ ! of neutrino oscillations, strongly suggesting that neutrinos have nonzero mass. While oscillation 
^ I experiments are sensitive to the neutrinos mass difference, only the measured Oz/2/3 decay rate 
could establish the Majorana nature of the neutrino and give the absolute scale of the effective 
neutrino mass. 

Several sensitivity studies of the 2(3 decay processes were performed using low background 
crystal scintillators, which contain various candidate nuclei: "^^Ca [5], "^^Ca [6, 7], ^°^Cd [8, 9], 
lo^Cd, "^Cd and "^Cd [9], ^^^Ce and ^'^^Ce [10], ^^^Gd [11], ^^^W and ^^^W [12, 9]. For instance, 
in the experiment [9] with the cadmium tungstate (CdW04) scintillators enriched in ^^^Cd the 
very low counting rate of 0.04 counts/ (yr-keV-kg) was reached in the energy window 2.5 — 3.2 
MeV. The half-life limit on Oz/2/5 decay of ^^^Cd was set as T^J^'^ > 1.7 x 10^3 yr at 90% 
CL, which leads to one of the strongest restriction on the effective Majorana neutrino mass 
(m^) < 1.7 eV. 

There are strong evidence for a large amount of dark matter in the Universe (matter which 
reveals itself only through gravitational interaction). Weakly interacting massive particles 
(WIMP) - in particular neutralino, predicted by the Minimal Supersymmetric extensions of the 
Standard Model - are considered as one of the most acceptable component of the dark matter 
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[13]. These particles can be detected due to their scattering on nuclei producing low energy 
nuclear recoils. Extremely low counting rate and small energy of recoil nuclei are expected 
in experiments to search for the WIMP. Therefore, the experiments for direct WIMP search 
require extremely low level of background (less than several events per kilogram per day per 
keV) with very low energy threshold (less than tens keV). 

Direct methods of WIMP detection are based on registration of ionization or/and excitation 
of recoil nucleus in the material of the detector itself. At present, most sensitive experiments 
apply different detectors for WIMP search: Ge semiconductor detectors [14, 15, 16], bolometers 
[17, 18], scintillation detectors [19, 20, 21, 22, 23, 24, 25]. An interesting possibility to reject 
background caused by electrons provides cryogenic technique, which uses simultaneous regis- 
tration of heat and charge [26, 27] or heat and light signals [28, 29, 30]. In Ref. [29, 30] calcium 
tungstate crystals (CaW04) are discussed as promising material for such a kind of dark matter 
detector. However, radioactive contamination of CaW04 crystals used in [29, 30], as well as 
investigated in [31], is too high for low counting measurements.^ 

The purpose of our work was investigation of scintillation properties and radioactive con- 
tamination of zinc tungstate (ZnW04) crystals as possible detectors for the double beta decay 
and dark matter experiments. 

2 MEASUREMENTS AND RESULTS 

2.1 Light output and energy resolution of the ZnW04 scintillators 

Three clear, slightly colored ZnW04 crystals (014 x 4 mm, 014 x 7 mm, and 013 x 28 
mm) were used in our studies. The crystals were fabricated from monocrystals grown by 
the Czochralski method. The main properties of ZnW04 scintillators are presented in Table 1, 
where characteristics of calcium and cadmium tungstates are given for comparison. 



Table 1: Properties of ZnW04, CaW04 and CdW04 crystal scintillators 





ZnW04 


CaW04 


CdW04 


Density (g/cm^) 


7.8 


6.1 


8.0 


Melting point (°C) 


1200 


1570 - 1650 


1325 


Structural type 


Wolframite 


Sheelite 


Wolframite 


Cleavage plane 


Marked (010) 


Weak (101) 


Marked (010) 


Hardness (Mohs) 


4-4.5 


4.5-5 


4-4.5 


Wavelength of emission maximum (nm) 


480 


420 - 440 


480 


Refractive index 


2.1 - 2.2 


1.94 


2.2-2.3 


Effective average decay time* (/is) 


24 


8 


13 


Photoelectron yield [% of Nal(Tl)]* 


13% 


18% 


20% 



*For 7 rays, at room temperature. 



Scintillation characteristics of zinc tungstate crystals have been studied in [33, 34, 35, 36]. 
Light yield of ZnW04 was measured in [35] with the help of silicon photodiodes as 9300 pho- 

"^See, however, [32]. 
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tons/MeV (which is ~ 23% of Nal(Tl) hght yield). We have estimated the value of the photo- 
electron yield of the ZnW04 in measurements with two scintillators: ZnW04 014 x 7 mm and 
standard Nal(Tl) 040 x 40 mm. The crystals were coupled to the PMT (EMI D724KFLB) 
with the bialkali RbCs photocathode. The ZnW04 detector was wrapped by PTFE reflector 
tape. The relative photoelectron yield of ZnW04 was determined as 13% of that of Nal(Tl). 

The energy resolution of ZnW04 crystals for 662 keV 7 rays (^^''Cs) has been reported 
as FWHM= 13% [34] and FWHM= 11.5% [36]. In the present work the energy resolution 
FWHM = 11.0% for 662 keV 7 line of ^^'''Cs was measured with the ZnW04 014 x 7 mm crystal. 
The crystal was wrapped by PTFE reflector tape and optically coupled to 3" photomultiplier 
(PMT) Philips XP2412. Taking into account slow decay of ZnW04 scintillation, the 24 /is 
shaping time of spectroscopy amplifier was set. 

A substantial improvement of light collection 40%) and energy resolution was achieved 
by placing the crystal in liquid (silicone oil with index of refraction ^ 1.5). The crystal was 
fixed in center of the teflon container 090 x 70 mm and viewed by two PMTs XP2412. Fig. 1(a) 
demonstrates the energy spectra of ^^^Cs and ^''Co obtained in such a way with the 014x7 mm 
ZnW04 scintillation crystal. For the first time the energy resolution 9.1% and 6% was measured 
with ZnW04 crystal scintillator for 662 and 1333 keV 7 lines, respectively. Furthermore, the 
resolution 11.3% for the 662 keV 7 line was obtained with the larger crystal 013x28 mm in 
the same measurement conditions. 




Figure 1: (a) Energy spectra of ^^''Cs and ^°Co (Inset) 7 rays measured with ZnW04 scintillation 
crystal 014 x 7 mm located in liquid and viewed by two distant PMTs. (b) Energy spectra of 
^^^Am and ^^Fe low energy gamma/X-rays measured by ZnW04 scintillation crystal (014 x 4 
mm). 
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Fig. 1(b) shows the energy spectra of ^^^Am and ^^Fe low energy gamma and X-ray hnes 
measured with the ZnW04 scintillator 014 x 4 mm (the crystal was wrapped by PTFE reflector 
tape and optically coupled to the PMT XP2412). The 6 keV peak of ^^Fe source is still resolved 
from the PMT noise. 



2.2 a 1(5 ratio 

The a/ 13 ratio^ was measured (in the energy range of 1.0 — 5.3 MeV) with the help of the 
coUimatcd beam of a particles from an ^^^Am source and using various sets of thin mylar 
films as absorbers. The energies of a particles were determined with the help of a surface- 
barrier detector (see for details [37]). The ZnW04 crystal was irradiated in the directions 
perpendicular to (010), (001), and (100) crystal planes. The dependence of the a/ (3 ratio on 
energy and direction of a beam relatively to the crystal planes (see Fig. 2) is similar to that 
observed with CdW04 scintillators [37] . As the quenching of the scintillation light caused by a 
particles (in comparison with electrons) is due to the higher ionization density of a particles, 
such a behaviour of the a/ j3 ratio can be explained by the energy dependence of ionization 
density of a particles [38]. 
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Figure 2: The dependence of the a/ (3 ratio on energy of a particles measured with ZnW04 
scintillator. The ZnW04 crystal 014 x 7 m was irradiated in the directions perpendicular to 
(010), (001) and (100) crystal planes (directions 1, 2 and 3, respectively). 



*The a//3 ratio is defined as ratio of a peak position in the energy scale measured with 7 sources to the 
energy of a particles. Because 7 quanta interact with detector by /? particles, we use more convenient term 
"a//3 ratio". 
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2.3 Pulse shape discrimination 



The time characteristics of ZnW04 scintillators were studied as described in [39, 37] with the 
help of a transient digitizer based on the 12 bit ADC (AD9022) operated at the sample rate of 
20 MS/s. The scintillator was irradiated by ~ 4.6 MeV a particles in the direction perpendicular 
to the (010) crystal plane. Shapes of the light pulses produced by a particles and 7 rays are 
depicted in Fig. 3. Fit of the pulses by the function: jit) = J2 / {n — 'Tq) x (e"*/'^' — e"*/^"), t > 
0, where Ai are intensities (in percentage of the total pulse intensity), are decay constants for 
different light emission components, tq is integration constant of electronics (~ 0.2 /is), gives 
three decay components Tj 0.7, ~ 7 and ~ 25 yus with different amplitudes for 7 rays and a 
particles (see Table 2). The value of the slow decay component is in agreement with the result 
of 25 fis obtained in [34], while 0.7 and 7 /is decay time constants were identified at the first 
time. We were not able to measure the 0.1 fis decay component reported in [34], because of 
the not enough fast digitizer used in our measurements. 




Figure 3: Decay of scintillation in ZnW04 for 7 rays and a particles (5 thousand forms of 7 
and a signals were added) and their fit by three components with ^0.7, ~ 7, and ^ 25 fis. 



Table 2: Decay times of ZnW04 scintillators for 7 quanta and a particles. The decay constants 
and their intensities (in percentage of the total intensity) are denoted as Tj and Aj, respectively. 



Type of irradiation 


Decay constants, fis 


ri (Ai) 


r2 (A2) 


r3 (A3) 


7 ray 

a particles 


0.7 (2%) 
0.7 (4%) 


7.5 (9%) 

5.6 (16%) 


25.9 (89%) 
24.8 (80%) 
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The difference of tlie pulse shapes allows to discriminate 7(/3) events from those of a parti- 
cles. For this purpose we used the optimal filter method proposed in [40], which was success- 
fully applied to CdW04 scintillators [39]. To obtain the numerical characteristic of scintillation 
signal, so called shape indicator [Sl\ the following procedure was applied for each pulse: 
SI = J2 f{tk) X -P(tfc) / J2 f{tk), where the sum is over time channels k, starting from the origin 
of pulse and up to 90 fis, fit^) is the digitized amplitude (at the time tk) of a given signal. 
The weight function P{t) is defined as: P{t) = {f^{t) - 7^(t)}/{7„(t) + l^it)}, where 7„(t) 
and f^(t) are the reference pulse shapes for a particles and 7 quanta. Clear discrimination 
between a particles and 7 rays (/3 particles) was achieved using this approach, as one can see 
in Inset of Fig. 4 where the shape indicator distributions measured by the ZnW04 scintillation 
crystal with a particles [Ea ~ 5.3 MeV) and 7 quanta (~ 1 MeV) are shown. As a measure of 
the discrimination ability, the following relation can be used: mpsA =| Sla — Sh. 



1^ 



where 5*/^ and 5*/^ are mean SI values of a particles and 7 quanta distributions (which are 
well described by Gaussian functions), and - corresponding standard deviations. For the 
distributions presented in Inset of Fig. 4, parameter mpsA = 5.2. 
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Figure 4: Dependence of the shape indicator (see text) on the energy and directions of a 
particles relatively to the main (010), (001) and (100) crystal planes of ZnW04 (directions 1, 
2, and 3, respectively). (Inset) The shape indicator distributions measured by ZnW04 detector 
with 5.3 MeV a particles and ~1 MeV 7 quanta. 



The energy dependence of the SI was studied with the 014 x 7 mm ZnW04 crystal in the 
2 — 5.3 MeV region for alpha particles and 0.1 — 2.6 MeV for gamma quanta. No dependence 
of the SI on the energy of 7 quanta was observed. The measured dependence of the SI on 
energy and direction of irradiation by a particles (see Fig. 4) is similar to that observed with 
CdW04 scintillators [37]. 
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2.4 Radioactive contamination 



Radioactive contamination of the ZnW04 crystal (014 x 4 mm, mass of 4.5 g) was measured in 
a low background set-up installed in the Solotvina Underground Laboratory built in a salt mine 
430 m underground (~1000 m of water equivalent) [41]. In the set-up the ZnW04 scintillation 
crystal was viewed by the 3" PMT (FEU-137) through the high pure quartz hght-guide 4.9 cm 
in diameter and 25 cm long. The detector was surrounded by a passive shield made of plexiglas 
(6 — 13 cm), high purity copper (thickness 3 — 6 cm) and lead (15 cm). 

The event-by-event data acquisition records information on the amplitude (energy) and 
arrival time of each detector event. The energy resolution of the detector (FWHM) for 7 lines 
with the energies 60 keV (^^^Am), 570 keV and 1064 keV (^o'^Bi) was measured as 37 %, 15% 
and 10%, respectively. These data can be fitted by the function: FWHM^ = —8.5 -|- ^^16 • E'-y, 
where FWHM^ and the energy of 7 quanta are in keV. 

The energy spectrum measured with the ZnW04 crystal during 429 h in the low background 
set-up is presented in Fig. 5. The spectra of CaW04 and CdW04 scintillators measured in 
similar conditions are given for comparison (the spectra are normalized by their measurement 
times and detector masses) . The background of the ZnW04 detector is substantially lower than 
that of the CaW04 and is comparable with that of the CdW04 above ~ 0.5 MeV. Note, that 
below 0.5 MeV the counting rate of the ZnW04 detector is one order of magnitude lower than 
that of CdW04. Obviously, it is due to presence in the CdW04 crystals of the /3 active ^^^Cd 
isotope (natural abundance of ~ 12%). 

The spectrum of the ZnW04 detector was simulated with the GEANT4 package [42] . Initial 
kinematics of particles emitted in a and (3 decays of nuclei was generated with the DECAY 
event generator [43]. The background is caused mainly by 7 quanta from the PMT. In the 
spectrum there are no peculiarities which could be referred to the internal trace radioactivity. 
Therefore, only limits on contaminations of this crystal by nuchdes from U-Th families as well 
as by ^°K, ^'^Sr-^'^Y, ^^'''Cs, and ^^^Sm were set on the basis of the experimental data. With 
this aim the spectrum was fitted in different energy intervals by simple model composed of an 
exponential function (to describe external 7 rays) and background components searched for 
(simulated with the GEANT4 package). Because equilibrium of U-Th families in crystals is 
expected to be broken, different part of the families were considered separately. Results of these 
estimations are presented in Table 3. 

More sensitive limits on radioactive impurities associated with the daughters of ^^^Th, ^^^U 
and 238u -^QTj-Q obtained with the help of the time-amplitude analysis described in detail in 
[46, 11]. For example, the fast sequence of two a decays from the ^-^^Th family was searched 
for: 220Rn (g„ = 6.41 MeV, Ti/s = 55.6 s) ^ ^^^Po (Q^ = 6.91 MeV, T1/2 = 0.145 s) ^ ^^^Pb 
(which are in equilibrium with ^^^Th). No events were selected by using this method and the 
limit < 0.2 mBq/kg on the activity of ^^^Th was set. In the same way, the absence of the fast 
sequences ^i^Bi (Q^ = 3.27 MeV, T1/2 = 19.9 m) ^Mp^ ^ ^.83 MeV, T1/2 = 164 /xs) ^ 
2iopb from 238U family, and ^i^Rn {Q^ = 6.95 MeV, T1/2 = 3.96 s) ^ ^isp^ _ 7 53 ^j^y, 
Ti/2 = 1.78 ms)^ ^^^Pb from ^^^U chain leads to the following limits: ^^^Ra < 0.4 mBq/kg, 
and Ac < 0.2 mBq/kg. 
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Figure 5: Energy spectra of ZnW04 (4.5 g, 429 h), CaW04 (189 g, 1734 h), and CdW04 (448 
g, 37 h) scintillation crystals measured in the low background set-up. The CaW04 crystal is 
considerably polluted by radionuclides from U-Th chains (see for details [31]). Beta decay of 
^^^Cd {Qi3 = 316 keV, T1/2 = 7.7 x 10^^ yr) dominates in the low energy part of the CdW04 
spectrum. The background of the ZnW04 detector is caused mainly by external 7 rays. 



3 DISCUSSION 

3.1 Search for 2/3 processes in zinc and tungsten 

Double f3 decay of two zinc (^^Zn and '^''Zn) and two tungsten (^^°W and ^^^W) isotopes can 
be studied with the help of ZnW04 detector. Their mass differences, isotopic abundances, 
possible decay channels are listed in Table 4. We performed preliminary investigation to check 
a possibility of such experiments using the data of the low background measurements with the 
ZnW04 scintillator 014 x 4 mm. 

In the energy spectrum accumulated with the ZnW04 crystal (see Fig. 6) there are no pe- 
culiarities which can be attributed to 2f3 processes in the mentioned zinc or tungsten isotopes.^ 
Therefore only lower half-life limits can be set according to formula: limTi/2 = N-rj-t- ln2/limS', 
where is the number of potentially 2/3 unstable nuclei, r] is the detection efficiency, t is the 
measuring time and limS" is the number of events of the effect searched for which can be excluded 
with a given confidence level (CL). 

^The response functions of the ZnW04 detector expected for the different channels and modes of 2/3 processes 
in zinc and tungsten were simulated with the help of the DECAY [43] and GEANT4 [42] codes. 
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Table 3: Radioactive contaminations in ZnW04, CaW04, and CdW04 crystal scintillators. 



Chain 


Source 




Activity ( 


mBq/kg) 


ZnW04 


CaW04 [31] 


CdW04 [44, 45, 8, 9] 




232Th 


< 3.3 


0.69(10) 


0.053(5) 




228xh 


< 0.2 


0.6(2) 


< 0.004 - 0.039(2) 


235 u 


Ac 


< 0.2 


1.6(3) 


0.0014(9) 


238 u 


238U 


< 3.2 


14.0(5) 


< 0.6 




230Th 


< 4.5 


- 


< 0.5 






< 0.4 


5.6(5) 


< 0.004 




210pb 


< 1 


< 430 


< 0.4 




210po 




291(5) 








< 12 


< 12 


0.3(1) 




90 g J. 


< 1.2 


< 70 


< 0.2 




ii^Cd 






580(20) 










1-30 






< 20 


< 0.8 


< 0.3 - 0.43(6) 




i47Sm 


< 1.8 


0.49(4) 


< 0.04 



^^Zn (e/?"*"). The energy of the first excited level of ^^Ni (1346 keV) is higher than the 
Q2P value of ^^Zn, therefore transitions only to the ground state of ^^Ni are allowed. To 
estimate the value of limS* for the two neutrino mode of electron capture in ^^Zn with positron 
emission (2z/£/3+), the experimental spectrum was fitted in the energy interval 380 — 800 keV. 
The simple model including the effect searched for and an exponential function (to describe 
the background) was chosen. The least squares fit {x^/n.d.f. — 21.5/19 — 1.1) gives total 
area of the effect —15 ± 29 counts which corresponds (in accordance with the Particle Data 
Group recommendations [53]) to limS* = 34 (16) counts at 90% (68%) CL. Taking into account 
~ 100% registration efficiency and number of ^^Zn nuclei in the crystal {N = 4.21 x 10^^), one 
can calculate the half-life limit: 

T^jf^ > 4.2 (8.9) X 10^8 yr at 90% (68%) CL. 

In the same way the half-life bound on the neutrinoless mode was set: 

T^jf^ > 2.4 (3.6)xl0i« yr at 90% (68%) CL. 

The experimental spectrum of the ZnW04 crystal in the energy interval 50 — 1500 keV is 
presented in Fig. 6(a) together with excluded at 68% CL distributions of the 2i/ and Ou £/3+ 
decay of ^^Zn. Despite the very httle detector mass and short exposure used in the present 
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Table 4: Half-life limits on 2/3 processes in zinc and tungsten isotopes. Mass difference [47] and 
isotopic abundance [48] are denoted as AM and S, respectively. 



Transition 


Decay 


Decay 


Experimental T1/2 limit, yr 


AM in keV 


channel 


mode 


Present work 


Previous limits 


m /o 






90% (68^ 


Vo) 


CL 






2e 


Oi/ 


0.7 (1.0) 


X 




8 X 10^^ [49] 


1096.4(0.9) 


sp+ 


2v 




A 




2.3 X lO^s (68% CL) [50] 


48.63(0.60) 


sp+ 


Qiy 


2.4 (3.6) 


X 




Q 1 nl8 (rqO/ r^T ^ rc;nl 
1.6 X iU (DO/o KjVj) [oUJ 














Ti/2 = (1.1 ± 0.9) X lO^*^ yr [51] 


70Zn^™Ge 


2(3- 


2v 


1.3 (2.1) 


X 


1016 


- 


1000.9(3.4) 


2(3- 


Oi/ 


0.7 (1.4) 


X 




1.3 X 10^6 (90% CL) [52] 


0.62(0.03) 














180^_^180Hf 


2K 


2z/ 


0.7 (0.8) 


X 




0.7 (0.8) X 10^^ 90% (68%) CL [9] 


146(5) 


2e 


Oz/ 


0.9 (1.1) 


X 


10^6 


0.9 (1.3) X 10^^ 90% (68%) CL [9] 


0.12(0.01) 














186^^ 1860s 


2(3- 


2u 


1.4 (2.5) 


X 




3.7 (5.3) X lO^^ 90% (68%) CL [9] 


488.0(1.7) 


2(3- 


Oi/ 


1.1 (1.7) 


X 


10^9 


1.1 (2.1) X 10^1 90% (68%) CL [9] 


28.43(0.19) 















work, the obtained limits are higher than those reported before (T1/2 > 2.3 x 10^^ yr at 68% 
CL for 2v and processes [50]). 

Recently, an experimental observation of the e(3'^ decay of ^^Zn with — (1.1 ± 

0.9) X 10^^ yr was claimed in [51]. A 07.6 x 7.6 cm Nal(Tl) scintillation and a 25% efficiency 
HPGe detector, operated in coincidence, were used in the experiment. The excess of ~ 85 events 
in the 511 keV peak was observed with zinc sample (mass of 350 g, 392 h of exposure), while 
no effect was detected without sample or with copper (iron) blanks. Unfortunately, possible 
radioactive contamination of the zinc sample (which could give the observed excess of events) 
and of the Cu and Fe blanks were not discussed in [51], and, to our knowledge, no further 
experiments were carried out to prove or elaborate this result. 

We have estimated the sensitivity of an experiment with about one kg ZnW04 crystal^ 
{k, 10^^ of 6^Zn nuclei) to e(3^ decay of ^^Zn. As it was shown by the GEANT4 simulation, 
the registration efficiency in the high energy part of the expected e(3'^ distributions will be 
substantially increased (at least by an order of magnitude). Supposing additional decrease 
of background by a factor of ~ 5 (due to larger detector, improvement of the set-up, and 
time-amplitude and pulse shape analyses), we expect to reach after ^ 1 yr of exposure the 
sensitivity (in terms of the half-life limit) of ~ 5 x 10^^ yr both for the Ot/ and 2u modes. Thus, 
the 2i/£/3+ decay of ^^Zn at the level of 10^° yr could be surely observed, proving or disproving 
the result of [51]. It should be noted, that the and 2v modes of the £/3+ process in ^^Zn can 

^Even larger zinc tungstate crystals (060 x 150 mm, that is of « 3 kg) can be produced [33]. 
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Figure 6: The background energy spectrum of ZnW04 scintillation crystal (4.5 g of mass, 429 
h measurements in the Solotvina Underground Laboratory) together with the excluded at 68% 
CL distributions for (a) and 0z/2£ (b) processes in ^^Zn. (c) The excluded at 68% CL 
distributions for the 2/5~ decays of ^°Zn. 



be distinguished with a ZnW04 detector, while it is impossible to do in experiments similar to 
[51], where external zinc sample was used. 

^^Zn {2e). For the 2i> double electron capture in ^^Zn from K shell the total energy released 
in a detector is equal to 2Ek = 16.7 keV (where = 8.3 keV is the binding energy of electrons 
on /T-shell of nickel atoms). Detection of such a little energy deposit requires rather low energy 
threshold. In our measurements the energy threshold for acquisition was not enough low to 
search for 2v2K decay in ^^Zn. However, as one can see on Fig. 1(b), X-rays with the energy 
of a few keV can be resolved from PMT noise. 

At the same time, the neutrinoless mode of 2£ process in ^^Zn can be searched for using the 
existing data. In such a process all available energy has to be transferred to gamma quanta, 
conversion electrons. X-rays or Auger electrons. Corresponding simulated distribution is shown 
in Fig. 6(b) where we supposed transfer of energy to one gamma quantum, the most disadvan- 
tageous process with the point of view of efficiency of detection. The maximum likelihood fit 
in the energy interval 400-1300 keV gives 59 ±86 counts for the effect searched for, which leads 
to the half- life limit: 

ryi^ > 0.7 (1.0) xlO^^ yr at 90% (68%) CL. 
This limit is higher than that obtained in [49]. 
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It should be stressed, that ®^Zn is one of only few potentially 2e/el3^ unstable nuclides with 
rather high natural abundance (see, for instance, review [4]). Therefore large scale experiment 
to search for double beta processes in ^^Zn can be reahzed without using of high cost enriched 
isotopes. 

™Zn (2/3^). The peak at 1001 keV with energy resolution FWHM = 118 keV is expected in 
the spectrum of the ZnW04 detector for the Qu2j3 decay of ™Zn. Number of ™Zn nuclei in the 
crystal is 5.4x10^^, registration efficiency r] ^ 100%. Maximum likelihood fit of the background 
spectra in the energy range 0.7 — 1.3 MeV gives —0.6 ± 1.9 counts for the area of the effect 
searched for, which corresponds (again using the recommendations [53]) to limS* = 2.6 (1.3) 
counts at 90% (68%) CL. It allows us to restrict the half-hfe of ^°Zn relatively to the Oi/2/3 
decay: 

T^J^^ > 0.9 (1.2) X 10i« yr at 90% (68%) CL. 

Similarly, the lower half-life limit on the 2i/2/3 decay of ^°Zn decay was established as: 

T^J^^ > 1.3 (2.1) X 10^6 yr at 90% (68%) CL. 

The cxchided at 68% CL distributions corresponding to 2/3 decays of ™Zn are presented in 
Fig. 6(c). 

Despite modest level of these results, the limit on the neutrinoless mode of 2/3 decay of ™Zn 
is higher than that obtained in recent experiment [52] while the 2^ mode is elaborated for the 
first time. 

180^ and ^^^W. We have also estimated the half-life limits on the 2(3 decay of ^^°W and 
on the basis of the measurements with the ZnW04 crystal. All the limits (see Table 
4) are lower than those set earher with 330 g CdW04 detector operated during much longer 
time (692 h for ^^^W and 13316 h for ^^^W) [12, 9]. However, the advantage of the ZnW04 
detector (as compared with CdW04) is absence of the (3 active ^^^Cd and 21/2/3 active ^-"^^Cd 
isotopes. As a result, background of the ZnW04 detector in the energy interval of interest is 
much lower. Therefore sensitivity to search for the double beta processes in ^^°W and ^^^W 
could be improved with a larger ZnW04 detector. 

3.2 a decay of ^^^W 

It should be also mentioned a potentiahty of ZnW04 detector (scintillator or bolometer) to 
measure alpha decay of ^^°W, indication of which (with the half-hfe ^ 10^^ yr) has been obtained 
in the low background experiment with CdW04 crystal scintillators [37] and confirmed recently 
in the measurements with CaW04 as scintillator [31] and bolometer [54]. 

3.3 ZnW04 as detector for the dark matter particles search 

The CaW04 crystals are promising material for a dark matter detector. Powerful background 
suppression was realized in [29, 30] due to simultaneous registration of heat and light signals. 
However, radioactive contaminations of the crystal used in [29, 30], as well as investigated in 
work [31], are rather high. Radioactive contamination of the ZnW04 crystal is essentially lower 
than that of CaW04. Although there are no data about performance of ZnW04 crystals as low 
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temperature particle detectors, ZnW04 is expected to be an applicable material for bolomet- 
ric technique taking into account the encouraging results obtained with physically analogous 
CdW04 [55] and CaW04 [29, 30] crystals. 

If so, ZnW04 crystals could provide an interesting possibility to search for spin-dependent 
inelastic scattering of WIMP with excitation of low energy nuclear levels (see Table 5 where 
nuclides with nonzero spin presented in ZnW04 crystals are listed). Identification of such 
"mixed" (nuclear recoil plus 7 quanta) events could be possible due to the simultaneous regis- 
tration of heat and light signals. A heat /light ratio for such events would differ from "pure" 
nuclear recoils or 7(/3) events. For example, search for spin-dependent inelastic scattering of 
WIMP with excitation of the ^'^Zn and/or -"^^^W low-energy nuclear levels (93 keV and 47 kcV, 
respectively) can be realized with ZnW04 crystals. Detection of nuclear recoils and delayed 
(with the half-life 9 //s in the case of ^^Zn) 7 quanta could give a strong signature for the process 
searched for. 

Table 5: Nuclides with nonzero spin present in ZnW04 crystals (data from Ref. [56]) 



Nuclide 


Spin, parity 


Isotopic abundance (%) 


First excited level 


energy (keV) 


life time 




5/2+ 


0.038 


870.7 


179 ps 


67Zn 


5/2" 


4.1 


93.3 


9.16 fj,s 




1/2- 


14.3 


46.5 


0.188 ns 



In addition, the observed with ZnW04 scintillators dependence of pulse shape on the direc- 
tion of a particles irradiation relative to the crystal axes (supposing that such a dependence 
would remain valid for nuclear recoils) could be used to detect a diurnal asymmetry of WIMP 
direction [13]. 

4 CONCLUSIONS 

Scintillation properties of ZnW04 crystals were studied. The energy resolution 9.1% (662 keV 
^^^Cs 7 line) was obtained with ZnW04 crystal scintillator placed in liquid and viewed by two 
PMTs. Shapes of scintillation signals was investigated, and clear pulse-shape discrimination 
for 7(/9) and a events was achieved. Dependences of the a/j3 ratio and scintillation pulse shape 
on the energy of alpha particles were measured. It was also found that the a/ (3 ratio and pulse 
shape show the dependence on direction of a irradiation relatively to the main crystal planes 
of ZnW04 crystal. 

Radioactive contamination of ZnW04 crystal was measured in the Solotvina Underground 
Laboratory. No radioactive pollution in ZnW04 scintillator was observed. Limits on radioactive 
contamination in ZnW04 crystal arc on the level from tenth to a few mBk/kg which is one-two 
order of magnitude lower than those for CaW04. 

Two potentially 2/3 active zinc and two tungsten isotopes (^^Zn, ™Zn, ^^^MV, and ^^^W) were 
studied with the help of ZnW04 crystal. New improved half-life limits on double beta decay 
in zinc isotopes were established. In particular, for the 2i'e/3~^ decay of ^"^Zn the half-life limit 
was set as T^jf^ > 8.9 x 10^^ yr at 68% CL. 
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Due to a low level of radioactive contamination, ZnW04 crystals seems to be encouraging 
material for the dark matter experiments. ZnW04 crystals could provide a possibility to search 
for spin-dependent inelastic scattering of WIMP with excitation of low energy nuclear levels. 
Most interesting targets are ^^Zn and ^^^W. 

A strong signature can be used to search for spin-dependent inelastic scattering of WIMP 
on nuclei with nonzero spin (which are present in ZnW04 crystals) , via registration of nuclear 
recoils and delayed 7 quanta. Due to dependence of ZnW04 scintillation pulse shape on di- 
rection of irradiation by high ionizing particles, there is in principle a possibility to search for 
diurnal modulation of WIMP direction. It could be a strong signature for WIMP evidence. 
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